
Air and Emissions Asbestos

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:381   

Fail: 4

Labs:  Pass: 19 Fail: 1 Total: 20

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 49 Total: 53

Shipment:

Robust Mean: 393.3 Struct/ mm2

Std Dev: 289.283 Struct/ mm2

Median: 338 Struct/ mm2

Basis: Manual Limits

Analyte: Asbestos

5749      Sample:

Limits: 13.7  to 326 Struct/ mm2
Target: 137 Struct/ mm2

Technology: TEM            
Prep Method:

Air and Emissions Asbestos

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:381   

Fail: 1

Labs:  Pass: 20 Fail: 0 Total: 20

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 52 Total: 53

Shipment:

Robust Mean: 197.6 Struct/ mm2

Std Dev: 157.9123 Struct/ mm2

Median: 176 Struct/ mm2

Basis: Manual Limits

Analyte: Asbestos

8844      Sample:

Limits: 4.88  to 104 Struct/ mm2
Target: 48.8 Struct/ mm2

Technology: TEM            
Prep Method:

Potable Water Asbestos

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:381   

Fail: 2

Labs:  Pass: 24 Fail: 2 Total: 26

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 24 Total: 26

Shipment:

Robust Mean: 6.9 MF/L

Std Dev: 2.6556 MF/L

Median: 6.975 MF/L

Basis: Stat Linear Regression

Analyte: Asbestos

1107      Sample:

Limits: 1.9  to 11.5 MF/L
Target: 6.9 MF/L

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:381   

Fail: 4

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 62 Total: 66

Shipment:

Robust Mean: 48.3 %

Std Dev: 29.4788 %

Median: 32.775 %

Basis: Robust Statistics (Normal Distribution)

Analyte: Asbestos in Non-Friable Material-TEM

4993      Sample:

Limits: 7.17  to 36 %
Target: 21.4 %

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM
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Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:381   

Fail: 4

Labs:  Pass: 29 Fail: 4 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 29 Total: 33

Shipment:

Robust Mean: 32.8 %

Std Dev: 9.8986 %

Median: 32.8 %

Basis: Robust Statistics (Normal Distribution)

Analyte: Asbestos in Non-Friable Material-TEM

9798      Sample:

Limits: 25.9  to 40.5 %
Target: 34.9 %

Technology: TEM            
Prep Method:
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