
Potable Water 1,1,1-Trichloroethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 3 ug/L

Std Dev: 0.5886 ug/L

Median: 3.035 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1,1-Trichloroethane

9220      Sample:

Limits: 1.79  to 4.19 ug/L
Target: 2.99 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,1,1-Trichloroethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 3.5 ug/L

Std Dev: 0 ug/L

Median: 3.49 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1,1-Trichloroethane

9220      Sample:

Limits: 1.79  to 4.19 ug/L
Target: 2.99 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,1,2-Trichloroethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 16.1 ug/L

Std Dev: 0.7291 ug/L

Median: 15.8 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1,2-Trichloroethane

9220      Sample:

Limits: 12.8  to 19.2 ug/L
Target: 16 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,1,2-Trichloroethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 17.1 ug/L

Std Dev: 0 ug/L

Median: 17.1 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1,2-Trichloroethane

9220      Sample:

Limits: 12.8  to 19.2 ug/L
Target: 16 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,1-Dichloroethane
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Potable Water 1,1-Dichloroethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 3.4 ug/L

Std Dev: 0.2739 ug/L

Median: 3.45 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloroethane

9220      Sample:

Limits: 2.01  to 4.69 ug/L
Target: 3.35 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,1-Dichloroethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 3.3 ug/L

Std Dev: 0 ug/L

Median: 3.34 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloroethane

9220      Sample:

Limits: 2.01  to 4.69 ug/L
Target: 3.35 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,1-Dichloroethene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 16.1 ug/L

Std Dev: 1.5041 ug/L

Median: 16.3 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloroethene

9220      Sample:

Limits: 12.5  to 18.7 ug/L
Target: 15.6 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,1-Dichloroethene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 14.7 ug/L

Std Dev: 0 ug/L

Median: 14.7 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloroethene

9220      Sample:

Limits: 12.5  to 18.7 ug/L
Target: 15.6 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,1-Dichloropropene
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Potable Water 1,1-Dichloropropene

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

2.9 3.1 3.2 3.4 3.5 3.7 3.8 4
0

2

4

6

8

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 3.5 ug/L

Std Dev: 0.688 ug/L

Median: 3.565 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloropropene

9220      Sample:

Limits: 2.11  to 4.93 ug/L
Target: 3.52 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,1-Dichloropropene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 3.7 ug/L

Std Dev: 0 ug/L

Median: 3.73 ug/L

Basis: Fixed Percent (2)

Analyte: 1,1-Dichloropropene

9220      Sample:

Limits: 2.11  to 4.93 ug/L
Target: 3.52 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2,3-Trichlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 38.5 ug/L

Std Dev: 7.4182 ug/L

Median: 39.1 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,3-Trichlorobenzene

9221      Sample:

Limits: 32  to 48 ug/L
Target: 40 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2,3-Trichlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 38.6 ug/L

Std Dev: 0 ug/L

Median: 38.6 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,3-Trichlorobenzene

9221      Sample:

Limits: 32  to 48 ug/L
Target: 40 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2,3-Trichloropropane
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Potable Water 1,2,3-Trichloropropane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 3

Labs:  Pass: 30 Fail: 3 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 29 Total: 32

Shipment:

Robust Mean: 16.6 ug/L

Std Dev: 4.2634 ug/L

Median: 16.75 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,3-Trichloropropane

9220      Sample:

Limits: 13.8  to 20.6 ug/L
Target: 17.2 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2,3-Trichloropropane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 30 Fail: 3 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 16.6 ug/L

Std Dev: 0 ug/L

Median: 16.6 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,3-Trichloropropane

9220      Sample:

Limits: 13.8  to 20.6 ug/L
Target: 17.2 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2,4-Trichlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 2.6 ug/L

Std Dev: 0.5454 ug/L

Median: 2.575 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,4-Trichlorobenzene

9221      Sample:

Limits: 1.6  to 3.72 ug/L
Target: 2.66 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2,4-Trichlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 2.6 ug/L

Std Dev: 0 ug/L

Median: 2.6 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,4-Trichlorobenzene

9221      Sample:

Limits: 1.6  to 3.72 ug/L
Target: 2.66 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2,4-Trimethylbenzene
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Potable Water 1,2,4-Trimethylbenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 32

Shipment:

Robust Mean: 13.2 ug/L

Std Dev: 1.2125 ug/L

Median: 13.3 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,4-Trimethylbenzene

9221      Sample:

Limits: 10.8  to 16.2 ug/L
Target: 13.5 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2,4-Trimethylbenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 13.3 ug/L

Std Dev: 0 ug/L

Median: 13.3 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2,4-Trimethylbenzene

9221      Sample:

Limits: 10.8  to 16.2 ug/L
Target: 13.5 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2-Dibromo-3-chloropropane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 21 Fail: 1 Total: 22

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 21 Total: 22

Shipment:

Robust Mean: 0.6 ug/L

Std Dev: 0.1778 ug/L

Median: 0.59 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 1,2-Dibromo-3-chloropropane

9222      Sample:

Limits: 0.35  to 0.816 ug/L
Target: 0.583 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water 1,2-Dichloroethane

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

12.2 13.1 13.5 13.9 14.3 14.7 15.1 15.6
0

1

2

3

4

5

6

Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 13.9 ug/L

Std Dev: 3.5063 ug/L

Median: 13.9 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichloroethane

9220      Sample:

Limits: 11.2  to 16.8 ug/L
Target: 14 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water 1,2-Dichloroethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 14.5 ug/L

Std Dev: 0 ug/L

Median: 14.5 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichloroethane

9220      Sample:

Limits: 11.2  to 16.8 ug/L
Target: 14 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2-Dichlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 12.2 ug/L

Std Dev: 0.9131 ug/L

Median: 12.3 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichlorobenzene

9221      Sample:

Limits: 10.1  to 15.1 ug/L
Target: 12.6 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2-Dichlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 12.6 ug/L

Std Dev: 0 ug/L

Median: 12.6 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichlorobenzene

9221      Sample:

Limits: 10.1  to 15.1 ug/L
Target: 12.6 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water cis-1,2-Dichloroethene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 15.6 ug/L

Std Dev: 1.0367 ug/L

Median: 15.5 ug/L

Basis: Fixed Percent (2)

Analyte: cis-1,2-Dichloroethene

9220      Sample:

Limits: 12.7  to 19.1 ug/L
Target: 15.9 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water cis-1,2-Dichloroethene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 14.6 ug/L

Std Dev: 0 ug/L

Median: 14.6 ug/L

Basis: Fixed Percent (2)

Analyte: cis-1,2-Dichloroethene

9220      Sample:

Limits: 12.7  to 19.1 ug/L
Target: 15.9 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2-Dichloropropane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 7 ug/L

Std Dev: 1.2867 ug/L

Median: 7.005 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichloropropane

9220      Sample:

Limits: 4.15  to 9.67 ug/L
Target: 6.91 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,2-Dichloropropane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 8 ug/L

Std Dev: 0 ug/L

Median: 7.99 ug/L

Basis: Fixed Percent (2)

Analyte: 1,2-Dichloropropane

9220      Sample:

Limits: 4.15  to 9.67 ug/L
Target: 6.91 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,2-Dibromoethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 22 Fail: 0 Total: 22

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 22 Total: 22

Shipment:

Robust Mean: 0.3 ug/L

Std Dev: 0.0436 ug/L

Median: 0.32 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 1,2-Dibromoethane

9222      Sample:

Limits: 0.195  to 0.455 ug/L
Target: 0.325 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water 1,3-Dichlorobenzene
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Potable Water 1,3-Dichlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 18.7 ug/L

Std Dev: 1.2899 ug/L

Median: 18.8 ug/L

Basis: Fixed Percent (2)

Analyte: 1,3-Dichlorobenzene

9221      Sample:

Limits: 15.3  to 22.9 ug/L
Target: 19.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,3-Dichlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 18.4 ug/L

Std Dev: 0 ug/L

Median: 18.4 ug/L

Basis: Fixed Percent (2)

Analyte: 1,3-Dichlorobenzene

9221      Sample:

Limits: 15.3  to 22.9 ug/L
Target: 19.1 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 1,4-Dichlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 14.6 ug/L

Std Dev: 1.0369 ug/L

Median: 14.6 ug/L

Basis: Fixed Percent (2)

Analyte: 1,4-Dichlorobenzene

9221      Sample:

Limits: 11.8  to 17.8 ug/L
Target: 14.8 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 1,4-Dichlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 16.2 ug/L

Std Dev: 0 ug/L

Median: 16.2 ug/L

Basis: Fixed Percent (2)

Analyte: 1,4-Dichlorobenzene

9221      Sample:

Limits: 11.8  to 17.8 ug/L
Target: 14.8 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 2,2-Dichloropropane
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Potable Water 2,2-Dichloropropane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 31 Fail: 0 Total: 31

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 30

Shipment:

Robust Mean: 10.3 ug/L

Std Dev: 0.8206 ug/L

Median: 10.5 ug/L

Basis: Fixed Percent (2)

Analyte: 2,2-Dichloropropane

9220      Sample:

Limits: 8.48  to 12.7 ug/L
Target: 10.6 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 2,2-Dichloropropane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 31 Fail: 0 Total: 31

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 10.6 ug/L

Std Dev: 0 ug/L

Median: 10.6 ug/L

Basis: Fixed Percent (2)

Analyte: 2,2-Dichloropropane

9220      Sample:

Limits: 8.48  to 12.7 ug/L
Target: 10.6 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water 2,4-D

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 68.3 ug/L

Std Dev: 8.8549 ug/L

Median: 69.35 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 2,4-D

9217      Sample:

Limits: 37.3  to 112 ug/L
Target: 74.6 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water 2,4-D
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 71.9 ug/L

Std Dev: 0 ug/L

Median: 71.9 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 2,4-D

9217      Sample:

Limits: 37.3  to 112 ug/L
Target: 74.6 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water 3-Hydroxy Carbofuran
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Potable Water 3-Hydroxy Carbofuran

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 8 Fail: 1 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 9

Shipment:

Robust Mean: 50 ug/L

Std Dev: 6.0096 ug/L

Median: 50 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 3-Hydroxy Carbofuran

9215      Sample:

Limits: 42.5  to 63.7 ug/L
Target: 53.1 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water 4-Chlorotoluene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 32

Shipment:

Robust Mean: 19.3 ug/L

Std Dev: 3.7969 ug/L

Median: 19.35 ug/L

Basis: Fixed Percent (2)

Analyte: 4-Chlorotoluene

9221      Sample:

Limits: 15.8  to 23.8 ug/L
Target: 19.8 ug/L

Technology: GC-MS          
Prep Method:

Potable Water 4-Chlorotoluene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 18.9 ug/L

Std Dev: 0 ug/L

Median: 18.9 ug/L

Basis: Fixed Percent (2)

Analyte: 4-Chlorotoluene

9221      Sample:

Limits: 15.8  to 23.8 ug/L
Target: 19.8 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Acifluorofen
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-ECD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 3 Fail: 0 Total: 3

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 44.8 ug/L

Std Dev: 4.1719 ug/L

Median: 44.75 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Acifluorofen

9217      Sample:

Limits: 23.2  to 69.6 ug/L
Target: 46.4 ug/L

Technology: GC-ECD         
Prep Method:
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Potable Water Acifluorofen
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 3 Fail: 0 Total: 3

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 40.7 ug/L

Std Dev: 0 ug/L

Median: 40.7 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Acifluorofen

9217      Sample:

Limits: 23.2  to 69.6 ug/L
Target: 46.4 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Silver, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 49 Fail: 3 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 173.7 ug/L

Std Dev: 15.8219 ug/L

Median: 170 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Silver, Total

9206      Sample:

Limits: 120  to 224 ug/L
Target: 172 ug/L

Technology: FAAS           
Prep Method:

Potable Water Silver, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 49 Fail: 3 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 173.3 ug/L

Std Dev: 12.0554 ug/L

Median: 172 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Silver, Total

9206      Sample:

Limits: 120  to 224 ug/L
Target: 172 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Silver, Total

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

152 162 167 172 177 187 192
0

1

2

3

4

5

6

7

Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 49 Fail: 3 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 21 Total: 22

Shipment:

Robust Mean: 172.8 ug/L

Std Dev: 38.2732 ug/L

Median: 172 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Silver, Total

9206      Sample:

Limits: 120  to 224 ug/L
Target: 172 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Silver, Total
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Potable Water Silver, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 49 Fail: 3 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 22 Total: 24

Shipment:

Robust Mean: 171.8 ug/L

Std Dev: 58.6157 ug/L

Median: 172.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Silver, Total

9206      Sample:

Limits: 120  to 224 ug/L
Target: 172 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Aluminum, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 40 Fail: 1 Total: 41

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 21

Shipment:

Robust Mean: 440.7 ug/L

Std Dev: 134.4488 ug/L

Median: 444 ug/L

Basis: Fixed Percent (2)

Analyte: Aluminum, Total

9206      Sample:

Limits: 360  to 540 ug/L
Target: 450 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Aluminum, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 40 Fail: 1 Total: 41

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 20

Shipment:

Robust Mean: 441.9 ug/L

Std Dev: 21.0335 ug/L

Median: 446.5 ug/L

Basis: Fixed Percent (2)

Analyte: Aluminum, Total

9206      Sample:

Limits: 360  to 540 ug/L
Target: 450 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Alachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 12.6 ug/L

Std Dev: 2.1018 ug/L

Median: 12.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Alachlor

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Alachlor
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Potable Water Alachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 12.7 ug/L

Std Dev: 1.0196 ug/L

Median: 12.85 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Alachlor

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Alachlor
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: ug/L

Std Dev: 0 ug/L

Median: 7.56 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Alachlor

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-NPD         
Prep Method:

Potable Water Aldicarb

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 8 Fail: 1 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 9

Shipment:

Robust Mean: 37.8 ug/L

Std Dev: 12.7919 ug/L

Median: 36.7 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Aldicarb

9215      Sample:

Limits: 28.8  to 48 ug/L
Target: 38.4 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Aldrin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 15 Fail: 1 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 0.7 ug/L

Std Dev: 0.1199 ug/L

Median: 0.765 ug/L

Basis: Linear Regression

Analyte: Aldrin

9207A     Sample:

Limits: 0.385  to 1.11 ug/L
Target: 0.869 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Aldrin
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Potable Water Aldrin

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

0.5 0.67 0.73 0.79
0

0.5

1

Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 15 Fail: 1 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 4

Shipment:

Robust Mean: 0.7 ug/L

Std Dev: 0.3734 ug/L

Median: 0.715 ug/L

Basis: Linear Regression

Analyte: Aldrin

9207A     Sample:

Limits: 0.385  to 1.11 ug/L
Target: 0.869 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Aldicarb Sulfone

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 9 Fail: 0 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 88.4 ug/L

Std Dev: 7.6751 ug/L

Median: 90.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Aldicarb Sulfone

9215      Sample:

Limits: 68.6  to 114 ug/L
Target: 91.5 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Alkalinity
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: COLOR           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 54 Fail: 1 Total: 55

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 96.5 mg/L

Std Dev: 3.8891 mg/L

Median: 96.45 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Alkalinity

9201      Sample:

Limits: 88.3  to 108 mg/L
Target: 98.1 mg/L

Technology: COLOR          
Prep Method:

Potable Water Alkalinity

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 54 Fail: 1 Total: 55

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 52 Total: 53

Shipment:

Robust Mean: 96.6 mg/L

Std Dev: 13.6332 mg/L

Median: 96.4 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Alkalinity

9201      Sample:

Limits: 88.3  to 108 mg/L
Target: 98.1 mg/L

Technology: TITR           
Prep Method:

Potable Water Arsenic, Total
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Potable Water Arsenic, Total

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

10.4 11.7 12.4 13 13.7
0

1

2

3

4

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 40 Fail: 0 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 12.1 ug/L

Std Dev: 0.8304 ug/L

Median: 12.1 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Arsenic, Total

9206      Sample:

Limits: 8.75  to 16.3 ug/L
Target: 12.5 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Arsenic, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-AES         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 40 Fail: 0 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 12.4 ug/L

Std Dev: 0.5657 ug/L

Median: 12.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Arsenic, Total

9206      Sample:

Limits: 8.75  to 16.3 ug/L
Target: 12.5 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Arsenic, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 40 Fail: 0 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 13.6 ug/L

Std Dev: 1.2594 ug/L

Median: 13.8 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Arsenic, Total

9206      Sample:

Limits: 8.75  to 16.3 ug/L
Target: 12.5 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Atrazine

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 12.5 ug/L

Std Dev: 1.167 ug/L

Median: 12.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Atrazine

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Atrazine
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Potable Water Atrazine

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 13 ug/L

Std Dev: 1.1179 ug/L

Median: 13.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Atrazine

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Atrazine
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: ug/L

Std Dev: 0 ug/L

Median: 7.66 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Atrazine

9207B     Sample:

Limits: 6.99  to 18.4 ug/L
Target: 12.7 ug/L

Technology: GC-NPD         
Prep Method:

Potable Water Di (2-ethylhexyl) adipate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 9.8 ug/L

Std Dev: 1.2507 ug/L

Median: 9.9 ug/L

Basis: Linear Regression

Analyte: Di (2-ethylhexyl) adipate

9208      Sample:

Limits: 4.25  to 15.3 ug/L
Target: 10.4 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bis(2-ethylhexyl) phthalate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 12 Fail: 1 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 13

Shipment:

Robust Mean: 22.4 ug/L

Std Dev: 6.9448 ug/L

Median: 22.5 ug/L

Basis: Linear Regression

Analyte: Bis(2-ethylhexyl) phthalate

9208      Sample:

Limits: 11.8  to 33.8 ug/L
Target: 23.3 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Barium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GFAAS           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 736 ug/L

Std Dev: 0 ug/L

Median: 736 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Barium, Total

9206      Sample:

Limits: 660  to 892 ug/L
Target: 776 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Barium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 25 Total: 25

Shipment:

Robust Mean: 782.7 ug/L

Std Dev: 28.487 ug/L

Median: 783 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Barium, Total

9206      Sample:

Limits: 660  to 892 ug/L
Target: 776 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Barium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 26 Total: 26

Shipment:

Robust Mean: 777.2 ug/L

Std Dev: 155.3488 ug/L

Median: 778 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Barium, Total

9206      Sample:

Limits: 660  to 892 ug/L
Target: 776 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Benzo(a)pyrene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 1.9 ug/L

Std Dev: 0.3077 ug/L

Median: 1.93 ug/L

Basis: Linear Regression

Analyte: Benzo(a)pyrene

9209      Sample:

Limits: 0.958  to 2.85 ug/L
Target: 2.25 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bromobenzene
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Potable Water Bromobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 16.9 ug/L

Std Dev: 1.5181 ug/L

Median: 17.05 ug/L

Basis: Fixed Percent (2)

Analyte: Bromobenzene

9221      Sample:

Limits: 13.9  to 20.9 ug/L
Target: 17.4 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bromobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 16.3 ug/L

Std Dev: 0 ug/L

Median: 16.3 ug/L

Basis: Fixed Percent (2)

Analyte: Bromobenzene

9221      Sample:

Limits: 13.9  to 20.9 ug/L
Target: 17.4 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Bromochloroacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 12 Fail: 0 Total: 12

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 17.7 ug/L

Std Dev: 5.2596 ug/L

Median: 17.65 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromochloroacetic acid

9226      Sample:

Limits: 11  to 25.6 ug/L
Target: 18.3 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Bromochloromethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 10.2 ug/L

Std Dev: 1.9074 ug/L

Median: 10.2 ug/L

Basis: Fixed Percent (2)

Analyte: Bromochloromethane

9220      Sample:

Limits: 5.99  to 14 ug/L
Target: 9.99 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Bromochloromethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 10.7 ug/L

Std Dev: 0 ug/L

Median: 10.7 ug/L

Basis: Fixed Percent (2)

Analyte: Bromochloromethane

9220      Sample:

Limits: 5.99  to 14 ug/L
Target: 9.99 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Beryllium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GFAAS           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 45 Fail: 2 Total: 47

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 11.8 ug/L

Std Dev: 0.4243 ug/L

Median: 11.8 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Beryllium, Total

9206      Sample:

Limits: 10.6  to 14.4 ug/L
Target: 12.5 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Beryllium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 45 Fail: 2 Total: 47

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 16 Total: 18

Shipment:

Robust Mean: 12.5 ug/L

Std Dev: 4.0744 ug/L

Median: 12.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Beryllium, Total

9206      Sample:

Limits: 10.6  to 14.4 ug/L
Target: 12.5 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Beryllium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 45 Fail: 2 Total: 47

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 12.3 ug/L

Std Dev: 0.6909 ug/L

Median: 12.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Beryllium, Total

9206      Sample:

Limits: 10.6  to 14.4 ug/L
Target: 12.5 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Benzene
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Potable Water Benzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 9.4 ug/L

Std Dev: 1.7775 ug/L

Median: 9.395 ug/L

Basis: Fixed Percent (2)

Analyte: Benzene

9221      Sample:

Limits: 5.65  to 13.2 ug/L
Target: 9.41 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Benzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 9.2 ug/L

Std Dev: 0 ug/L

Median: 9.15 ug/L

Basis: Fixed Percent (2)

Analyte: Benzene

9221      Sample:

Limits: 5.65  to 13.2 ug/L
Target: 9.41 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Bromide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 9 Fail: 2 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 11

Shipment:

Robust Mean: 289.7 ug/L

Std Dev: 117.7514 ug/L

Median: 289 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromide

9229      Sample:

Limits: 250  to 338 ug/L
Target: 294 ug/L

Technology: IC-COND        
Prep Method:

Potable Water Boron, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 12 Fail: 0 Total: 12

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 1703.4 ug/L

Std Dev: 74.3951 ug/L

Median: 1700.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Boron, Total

9206      Sample:

Limits: 1470  to 1990 ug/L
Target: 1730 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Bromodichloromethane
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Potable Water Bromodichloromethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 3

Labs:  Pass: 33 Fail: 3 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 35

Shipment:

Robust Mean: 37.5 ug/L

Std Dev: 3.6668 ug/L

Median: 36.94 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromodichloromethane

9213      Sample:

Limits: 29.1  to 43.7 ug/L
Target: 36.4 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bromodichloromethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 3 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 34.2 ug/L

Std Dev: 0 ug/L

Median: 34.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromodichloromethane

9213      Sample:

Limits: 29.1  to 43.7 ug/L
Target: 36.4 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Bromoform

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 4

Labs:  Pass: 31 Fail: 5 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 35

Shipment:

Robust Mean: 21.4 ug/L

Std Dev: 5.3755 ug/L

Median: 21.6 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromoform

9213      Sample:

Limits: 17.7  to 26.5 ug/L
Target: 22.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bromoform
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 1

Labs:  Pass: 31 Fail: 5 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 0 Total: 1

Shipment:

Robust Mean: 26.6 ug/L

Std Dev: 0 ug/L

Median: 26.6 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromoform

9213      Sample:

Limits: 17.7  to 26.5 ug/L
Target: 22.1 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Bromate
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Potable Water Bromate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 21.1 ug/L

Std Dev: 2.6121 ug/L

Median: 20.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromate

9229      Sample:

Limits: 14.6  to 27.2 ug/L
Target: 20.9 ug/L

Technology: IC-COND        
Prep Method:

Potable Water Bromate
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 20.3 ug/L

Std Dev: 0 ug/L

Median: 20.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromate

9229      Sample:

Limits: 14.6  to 27.2 ug/L
Target: 20.9 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Butachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 3.9 ug/L

Std Dev: 1.157 ug/L

Median: 3.95 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Butachlor

9207B     Sample:

Limits: 2.19  to 5.77 ug/L
Target: 3.98 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Butachlor
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: ug/L

Std Dev: 0 ug/L

Median: 2.34 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Butachlor

9207B     Sample:

Limits: 2.19  to 5.77 ug/L
Target: 3.98 ug/L

Technology: GC-NPD         
Prep Method:

Potable Water cis-1,3-Dichloropropene
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Potable Water cis-1,3-Dichloropropene

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

7.5 7.8 8.1 8.5 8.8 9.1 9.4 9.7
0

2

4

6

8

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 8.7 ug/L

Std Dev: 0.6381 ug/L

Median: 8.675 ug/L

Basis: Fixed Percent (2)

Analyte: cis-1,3-Dichloropropene

9220      Sample:

Limits: 5.53  to 12.9 ug/L
Target: 9.21 ug/L

Technology: GC-MS          
Prep Method:

Potable Water cis-1,3-Dichloropropene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 9.5 ug/L

Std Dev: 0 ug/L

Median: 9.52 ug/L

Basis: Fixed Percent (2)

Analyte: cis-1,3-Dichloropropene

9220      Sample:

Limits: 5.53  to 12.9 ug/L
Target: 9.21 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Calcium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: FAAS            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 37 Fail: 1 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 71.9 mg/L

Std Dev: 1.1314 mg/L

Median: 71.9 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium, Total

9232      Sample:

Limits: 63.1  to 85.3 mg/L
Target: 74.2 mg/L

Technology: FAAS           
Prep Method:

Potable Water Calcium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC              due to the limited
number of participants.

Fail: 1

Labs:  Pass: 37 Fail: 1 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 2

Shipment:

Robust Mean: mg/L

Std Dev: 0 mg/L

Median: 87.8 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium, Total

9232      Sample:

Limits: 63.1  to 85.3 mg/L
Target: 74.2 mg/L

Technology: IC             
Prep Method:

Potable Water Calcium, Total
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Potable Water Calcium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 37 Fail: 1 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 29 Total: 29

Shipment:

Robust Mean: 73.3 mg/L

Std Dev: 13.7499 mg/L

Median: 73.3 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium, Total

9232      Sample:

Limits: 63.1  to 85.3 mg/L
Target: 74.2 mg/L

Technology: ICP-AES        
Prep Method:

Potable Water Calcium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-MS          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 37 Fail: 1 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 69.6 mg/L

Std Dev: 0 mg/L

Median: 69.6 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium, Total

9232      Sample:

Limits: 63.1  to 85.3 mg/L
Target: 74.2 mg/L

Technology: ICP-MS         
Prep Method:

Potable Water Calcium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 37 Fail: 1 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 4

Shipment:

Robust Mean: 71.8 mg/L

Std Dev: 2.0597 mg/L

Median: 71.05 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium, Total

9232      Sample:

Limits: 63.1  to 85.3 mg/L
Target: 74.2 mg/L

Technology: TITR           
Prep Method:

Potable Water Carbofuran

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 9 Fail: 0 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 138.4 ug/L

Std Dev: 46.6423 ug/L

Median: 137 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Carbofuran

9215      Sample:

Limits: 78.7  to 207 ug/L
Target: 143 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Carbaryl
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Potable Water Carbaryl

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 9 Fail: 0 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 20.8 ug/L

Std Dev: 1.9641 ug/L

Median: 21.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Carbaryl

9215      Sample:

Limits: 16.6  to 27.6 ug/L
Target: 22.1 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Carbon tetrachloride

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 11 ug/L

Std Dev: 1.0683 ug/L

Median: 11.1 ug/L

Basis: Fixed Percent (2)

Analyte: Carbon tetrachloride

9220      Sample:

Limits: 9.04  to 13.6 ug/L
Target: 11.3 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Carbon tetrachloride
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 12.4 ug/L

Std Dev: 0 ug/L

Median: 12.4 ug/L

Basis: Fixed Percent (2)

Analyte: Carbon tetrachloride

9220      Sample:

Limits: 9.04  to 13.6 ug/L
Target: 11.3 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Cadmium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 50 Fail: 1 Total: 51

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 4

Shipment:

Robust Mean: 28.8 ug/L

Std Dev: 14.5048 ug/L

Median: 29.65 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Cadmium, Total

9206      Sample:

Limits: 22  to 33 ug/L
Target: 27.5 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Cadmium, Total
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Potable Water Cadmium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 50 Fail: 1 Total: 51

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 20

Shipment:

Robust Mean: 27.4 ug/L

Std Dev: 1.3585 ug/L

Median: 27.45 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Cadmium, Total

9206      Sample:

Limits: 22  to 33 ug/L
Target: 27.5 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Cadmium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 50 Fail: 1 Total: 51

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 27.4 ug/L

Std Dev: 1.3854 ug/L

Median: 27.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Cadmium, Total

9206      Sample:

Limits: 22  to 33 ug/L
Target: 27.5 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Bromomethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 32

Shipment:

Robust Mean: 7.1 ug/L

Std Dev: 1.7337 ug/L

Median: 6.84 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromomethane

9220      Sample:

Limits: 4.26  to 9.94 ug/L
Target: 7.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Bromomethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 31 Fail: 2 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 8.6 ug/L

Std Dev: 0 ug/L

Median: 8.56 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Bromomethane

9220      Sample:

Limits: 4.26  to 9.94 ug/L
Target: 7.1 ug/L

Technology: GCELCD/PID     
Prep Method:
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Potable Water Calcium Hardness
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AUTO            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 49 Fail: 0 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 150 mg/L

Std Dev: 0 mg/L

Median: 150 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium Hardness

9203      Sample:

Limits: 127  to 171 mg/L
Target: 149 mg/L

Technology: AUTO           
Prep Method:

Potable Water Calcium Hardness

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 49 Fail: 0 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 151.8 mg/L

Std Dev: 4.5484 mg/L

Median: 153 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium Hardness

9203      Sample:

Limits: 127  to 171 mg/L
Target: 149 mg/L

Technology: CALC           
Prep Method:

Potable Water Calcium Hardness
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: FAAS            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 49 Fail: 0 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 143 mg/L

Std Dev: 0 mg/L

Median: 143 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium Hardness

9203      Sample:

Limits: 127  to 171 mg/L
Target: 149 mg/L

Technology: FAAS           
Prep Method:

Potable Water Calcium Hardness

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 49 Fail: 0 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 24 Total: 24

Shipment:

Robust Mean: 146.3 mg/L

Std Dev: 5.0425 mg/L

Median: 147 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium Hardness

9203      Sample:

Limits: 127  to 171 mg/L
Target: 149 mg/L

Technology: ICP-AES        
Prep Method:

Potable Water Calcium Hardness
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Potable Water Calcium Hardness

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 49 Fail: 0 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 18 Total: 18

Shipment:

Robust Mean: 145.2 mg/L

Std Dev: 3.883 mg/L

Median: 146 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Calcium Hardness

9203      Sample:

Limits: 127  to 171 mg/L
Target: 149 mg/L

Technology: TITR           
Prep Method:

Potable Water Chloride
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AMP             due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 60 Fail: 2 Total: 62

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 108.4 mg/L

Std Dev: 0 mg/L

Median: 108.4 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Chloride

9202      Sample:

Limits: 93.5  to 127 mg/L
Target: 110 mg/L

Technology: AMP            
Prep Method:

Potable Water Chloride
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AUTO            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 60 Fail: 2 Total: 62

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 112 mg/L

Std Dev: 0 mg/L

Median: 112 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Chloride

9202      Sample:

Limits: 93.5  to 127 mg/L
Target: 110 mg/L

Technology: AUTO           
Prep Method:

Potable Water Chloride

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 60 Fail: 2 Total: 62

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 7 Total: 7

Shipment:

Robust Mean: 111.7 mg/L

Std Dev: 5.7652 mg/L

Median: 113 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Chloride

9202      Sample:

Limits: 93.5  to 127 mg/L
Target: 110 mg/L

Technology: COLOR          
Prep Method:

Potable Water Chloride
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Potable Water Chloride

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 60 Fail: 2 Total: 62

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 33

Shipment:

Robust Mean: 108.6 mg/L

Std Dev: 31.8887 mg/L

Median: 109 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Chloride

9202      Sample:

Limits: 93.5  to 127 mg/L
Target: 110 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Chloride

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

103 105 107 109 111 113 115 117
0

1

2

3

4

5

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 60 Fail: 2 Total: 62

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 20

Shipment:

Robust Mean: 110.4 mg/L

Std Dev: 5.1031 mg/L

Median: 109 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Chloride

9202      Sample:

Limits: 93.5  to 127 mg/L
Target: 110 mg/L

Technology: TITR           
Prep Method:

Potable Water Chlordane Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 15 Fail: 1 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 14

Shipment:

Robust Mean: 18 ug/L

Std Dev: 5.0816 ug/L

Median: 17.9 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chlordane Total

9214      Sample:

Limits: 10.3  to 27.1 ug/L
Target: 18.7 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Chlordane Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-MS           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 15 Fail: 1 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 15.8 ug/L

Std Dev: 1.9799 ug/L

Median: 15.8 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chlordane Total

9214      Sample:

Limits: 10.3  to 27.1 ug/L
Target: 18.7 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Chlorobenzene
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Potable Water Chlorobenzene

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

2.7 2.8 2.9 3 3.1 3.2 3.4 3.6
0

2

4

6

8

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 3.1 ug/L

Std Dev: 0.2339 ug/L

Median: 3.135 ug/L

Basis: Fixed Percent (2)

Analyte: Chlorobenzene

9221      Sample:

Limits: 1.91  to 4.47 ug/L
Target: 3.19 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Chlorobenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 2.5 ug/L

Std Dev: 0 ug/L

Median: 2.48 ug/L

Basis: Fixed Percent (2)

Analyte: Chlorobenzene

9221      Sample:

Limits: 1.91  to 4.47 ug/L
Target: 3.19 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Dibromochloromethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 3

Labs:  Pass: 33 Fail: 3 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 35

Shipment:

Robust Mean: 18.5 ug/L

Std Dev: 2.1024 ug/L

Median: 18.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dibromochloromethane

9213      Sample:

Limits: 15  to 22.6 ug/L
Target: 18.8 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Dibromochloromethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 3 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 19.2 ug/L

Std Dev: 0 ug/L

Median: 19.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dibromochloromethane

9213      Sample:

Limits: 15  to 22.6 ug/L
Target: 18.8 ug/L

Technology: GCELCD/PID     
Prep Method:
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Potable Water Chlorite
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AMP             due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 7 Fail: 0 Total: 7

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 661 ug/L

Std Dev: 0 ug/L

Median: 661 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chlorite

9230      Sample:

Limits: 431  to 801 ug/L
Target: 616 ug/L

Technology: AMP            
Prep Method:

Potable Water Chlorite

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 7 Fail: 0 Total: 7

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 609.2 ug/L

Std Dev: 248.8491 ug/L

Median: 605.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chlorite

9230      Sample:

Limits: 431  to 801 ug/L
Target: 616 ug/L

Technology: IC-COND        
Prep Method:

Potable Water Chlorate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 8 Fail: 0 Total: 8

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 8

Shipment:

Robust Mean: 130.3 ug/L

Std Dev: 5.9462 ug/L

Median: 132.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chlorate

9230      Sample:

Limits: 89.6  to 166 ug/L
Target: 128 ug/L

Technology: IC-COND        
Prep Method:

Potable Water Chloroform

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 34 Fail: 2 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 33 Total: 35

Shipment:

Robust Mean: 12.5 ug/L

Std Dev: 2.3183 ug/L

Median: 12.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chloroform

9213      Sample:

Limits: 9.84  to 14.8 ug/L
Target: 12.3 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Chloroform
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 34 Fail: 2 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 11.4 ug/L

Std Dev: 0 ug/L

Median: 11.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chloroform

9213      Sample:

Limits: 9.84  to 14.8 ug/L
Target: 12.3 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Cyanide
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AMP             due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 22 Fail: 3 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 0.2 mg/L

Std Dev: 0 mg/L

Median: 0.22 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Cyanide

9205      Sample:

Limits: 0.176  to 0.293 mg/L
Target: 0.234 mg/L

Technology: AMP            
Prep Method:

Potable Water Cyanide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 22 Fail: 3 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 12

Shipment:

Robust Mean: 0.2 mg/L

Std Dev: 0.0661 mg/L

Median: 0.225 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Cyanide

9205      Sample:

Limits: 0.176  to 0.293 mg/L
Target: 0.234 mg/L

Technology: AUTO           
Prep Method:

Potable Water Cyanide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 22 Fail: 3 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 10

Shipment:

Robust Mean: 0.2 mg/L

Std Dev: 0.068 mg/L

Median: 0.205 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Cyanide

9205      Sample:

Limits: 0.176  to 0.293 mg/L
Target: 0.234 mg/L

Technology: COLOR          
Prep Method:

Potable Water Cyanide
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Potable Water Cyanide
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: POT             due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 22 Fail: 3 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 0.2 mg/L

Std Dev: 0.0078 mg/L

Median: 0.215 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Cyanide

9205      Sample:

Limits: 0.176  to 0.293 mg/L
Target: 0.234 mg/L

Technology: POT            
Prep Method:

Potable Water Corrosivity

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: -0.7 Saturation Index

Std Dev: 0.1213 Saturation Index

Median: -0.66 Saturation Index

Basis: PW Corrosivity

Analyte: Corrosivity

9238      Sample:

Limits: -1.02  to -0.22 Saturation Index
Target: -0.62 Saturation Index

Technology: CALC           
Prep Method:

Potable Water Chromium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GFAAS           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 161 ug/L

Std Dev: 113.8442 ug/L

Median: 149.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chromium, Total

9206      Sample:

Limits: 132  to 178 ug/L
Target: 155 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Chromium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 23 Total: 23

Shipment:

Robust Mean: 154.8 ug/L

Std Dev: 53.398 ug/L

Median: 154 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chromium, Total

9206      Sample:

Limits: 132  to 178 ug/L
Target: 155 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Chromium, Total
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Potable Water Chromium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 0 Total: 52

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 154.2 ug/L

Std Dev: 29.8688 ug/L

Median: 156 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Chromium, Total

9206      Sample:

Limits: 132  to 178 ug/L
Target: 155 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Copper, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 59 Fail: 4 Total: 63

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 9

Shipment:

Robust Mean: 352 ug/L

Std Dev: 118.6754 ug/L

Median: 360 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Copper, Total

9206      Sample:

Limits: 315  to 385 ug/L
Target: 350 ug/L

Technology: FAAS           
Prep Method:

Potable Water Copper, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GFAAS           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 59 Fail: 4 Total: 63

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 334 ug/L

Std Dev: 0 ug/L

Median: 334 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Copper, Total

9206      Sample:

Limits: 315  to 385 ug/L
Target: 350 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Copper, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 59 Fail: 4 Total: 63

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 23 Total: 25

Shipment:

Robust Mean: 349.2 ug/L

Std Dev: 97.4024 ug/L

Median: 349 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Copper, Total

9206      Sample:

Limits: 315  to 385 ug/L
Target: 350 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Copper, Total
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Potable Water Copper, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 59 Fail: 4 Total: 63

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 28

Shipment:

Robust Mean: 347.7 ug/L

Std Dev: 13.404 ug/L

Median: 348 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Copper, Total

9206      Sample:

Limits: 315  to 385 ug/L
Target: 350 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Dalapon

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 27.8 ug/L

Std Dev: 4.5411 ug/L

Median: 27.8 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dalapon

9217      Sample:

Limits: 14.4  to 43.1 ug/L
Target: 28.7 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dibromoacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: 27.4 ug/L

Std Dev: 6.9443 ug/L

Median: 27.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dibromoacetic acid

9226      Sample:

Limits: 17.2  to 40 ug/L
Target: 28.6 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dibromoacetic acid
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 27.3 ug/L

Std Dev: 0 ug/L

Median: 27.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dibromoacetic acid

9226      Sample:

Limits: 17.2  to 40 ug/L
Target: 28.6 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Dibromomethane
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Potable Water Dibromomethane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 18.9 ug/L

Std Dev: 4.737 ug/L

Median: 18.8 ug/L

Basis: Fixed Percent (2)

Analyte: Dibromomethane

9220      Sample:

Limits: 15.1  to 22.7 ug/L
Target: 18.9 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Dibromomethane
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 17.4 ug/L

Std Dev: 0 ug/L

Median: 17.4 ug/L

Basis: Fixed Percent (2)

Analyte: Dibromomethane

9220      Sample:

Limits: 15.1  to 22.7 ug/L
Target: 18.9 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Dichloroacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: 24.9 ug/L

Std Dev: 6.4439 ug/L

Median: 24.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dichloroacetic acid

9226      Sample:

Limits: 15.6  to 36.4 ug/L
Target: 26 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dichloroacetic acid
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 23.2 ug/L

Std Dev: 0 ug/L

Median: 23.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dichloroacetic acid

9226      Sample:

Limits: 15.6  to 36.4 ug/L
Target: 26 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Dicamba
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Potable Water Dicamba

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 47.2 ug/L

Std Dev: 7.1432 ug/L

Median: 47.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dicamba

9217      Sample:

Limits: 25.8  to 77.4 ug/L
Target: 51.6 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dicamba
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 52.1 ug/L

Std Dev: 0 ug/L

Median: 52.1 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dicamba

9217      Sample:

Limits: 25.8  to 77.4 ug/L
Target: 51.6 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Dieldrin

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

0.74 0.8 0.92 0.99 1.05 1.11
0

1

2

3

4

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 0.9 ug/L

Std Dev: 0.1473 ug/L

Median: 0.96 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dieldrin

9207A     Sample:

Limits: 0.539  to 1.42 ug/L
Target: 0.98 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dieldrin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 1.1 ug/L

Std Dev: 0.0689 ug/L

Median: 1.055 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Dieldrin

9207A     Sample:

Limits: 0.539  to 1.42 ug/L
Target: 0.98 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Dinoseb
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Potable Water Dinoseb

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 30.9 ug/L

Std Dev: 5.7322 ug/L

Median: 29.25 ug/L

Basis: Linear Regression

Analyte: Dinoseb

9217      Sample:

Limits: 11.1  to 44.4 ug/L
Target: 31.7 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Dinoseb
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 28.4 ug/L

Std Dev: 0 ug/L

Median: 28.4 ug/L

Basis: Linear Regression

Analyte: Dinoseb

9217      Sample:

Limits: 11.1  to 44.4 ug/L
Target: 31.7 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Diquat

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 7 ug/L

Std Dev: 0.6589 ug/L

Median: 6.925 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Diquat

9210      Sample:

Limits: 4.55  to 13.7 ug/L
Target: 9.1 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Organic Carbon, Dissolved

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 3

Labs:  Pass: 6 Fail: 3 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 9

Shipment:

Robust Mean: 5.1 mg/L

Std Dev: 0.4526 mg/L

Median: 5.1 mg/L

Basis: Linear Regression

Analyte: Organic Carbon, Dissolved

9233      Sample:

Limits: 4.52  to 5.62 mg/L
Target: 5.1 mg/L

Technology: IR             
Prep Method:

Potable Water Endothall
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Potable Water Endothall

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 4 Fail: 0 Total: 4

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 4

Shipment:

Robust Mean: 301.6 ug/L

Std Dev: 23.5208 ug/L

Median: 297.25 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Endothall

9211      Sample:

Limits: 163  to 489 ug/L
Target: 326 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Endrin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 14

Shipment:

Robust Mean: 2 ug/L

Std Dev: 0.3247 ug/L

Median: 1.95 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Endrin

9207A     Sample:

Limits: 1.58  to 2.93 ug/L
Target: 2.25 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Endrin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 4

Shipment:

Robust Mean: 2.1 ug/L

Std Dev: 0.3287 ug/L

Median: 2.165 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Endrin

9207A     Sample:

Limits: 1.58  to 2.93 ug/L
Target: 2.25 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Ethyl benzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 13.1 ug/L

Std Dev: 2.48 ug/L

Median: 13.25 ug/L

Basis: Fixed Percent (2)

Analyte: Ethyl benzene

9221      Sample:

Limits: 10.6  to 16 ug/L
Target: 13.3 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Ethyl benzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 12.4 ug/L

Std Dev: 0 ug/L

Median: 12.4 ug/L

Basis: Fixed Percent (2)

Analyte: Ethyl benzene

9221      Sample:

Limits: 10.6  to 16 ug/L
Target: 13.3 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Iron, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 41 Fail: 1 Total: 42

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 7 Total: 8

Shipment:

Robust Mean: 377.3 ug/L

Std Dev: 136.2985 ug/L

Median: 375.5 ug/L

Basis: Fixed Percent (2)

Analyte: Iron, Total

9206      Sample:

Limits: 341  to 461 ug/L
Target: 401 ug/L

Technology: FAAS           
Prep Method:

Potable Water Iron, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 41 Fail: 1 Total: 42

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 33 Total: 33

Shipment:

Robust Mean: 394.6 ug/L

Std Dev: 18.2687 ug/L

Median: 398.5 ug/L

Basis: Fixed Percent (2)

Analyte: Iron, Total

9206      Sample:

Limits: 341  to 461 ug/L
Target: 401 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Iron, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-MS          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 41 Fail: 1 Total: 42

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 399 ug/L

Std Dev: 0 ug/L

Median: 399 ug/L

Basis: Fixed Percent (2)

Analyte: Iron, Total

9206      Sample:

Limits: 341  to 461 ug/L
Target: 401 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Fluoride, Total
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Potable Water Fluoride, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: COLOR           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 55 Fail: 4 Total: 59

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 7.7 mg/L

Std Dev: 0.1061 mg/L

Median: 7.725 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Fluoride, Total

9202      Sample:

Limits: 7.17  to 8.77 mg/L
Target: 7.97 mg/L

Technology: COLOR          
Prep Method:

Potable Water Fluoride, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 3

Labs:  Pass: 55 Fail: 4 Total: 59

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 30

Shipment:

Robust Mean: 7.9 mg/L

Std Dev: 2.0351 mg/L

Median: 7.895 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Fluoride, Total

9202      Sample:

Limits: 7.17  to 8.77 mg/L
Target: 7.97 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Fluoride, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 55 Fail: 4 Total: 59

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 26 Total: 27

Shipment:

Robust Mean: 7.9 mg/L

Std Dev: 0.302 mg/L

Median: 7.95 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Fluoride, Total

9202      Sample:

Limits: 7.17  to 8.77 mg/L
Target: 7.97 mg/L

Technology: POT            
Prep Method:

Potable Water Glyphosate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 515.3 ug/L

Std Dev: 30.5658 ug/L

Median: 520 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Glyphosate

9212      Sample:

Limits: 414  to 622 ug/L
Target: 518 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Hexachlorobenzene
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Potable Water Hexachlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 8

Shipment:

Robust Mean: 2.6 ug/L

Std Dev: 0.3674 ug/L

Median: 2.635 ug/L

Basis: Linear Regression

Analyte: Hexachlorobenzene

9207A     Sample:

Limits: 1.56  to 3.87 ug/L
Target: 3.11 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Hexachlorobenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 3 ug/L

Std Dev: 0.3092 ug/L

Median: 3.09 ug/L

Basis: Linear Regression

Analyte: Hexachlorobenzene

9207A     Sample:

Limits: 1.56  to 3.87 ug/L
Target: 3.11 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Hexachlorobutadiene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 38.6 ug/L

Std Dev: 7.6762 ug/L

Median: 37.7 ug/L

Basis: Fixed Percent (2)

Analyte: Hexachlorobutadiene

9221      Sample:

Limits: 31.4  to 47.2 ug/L
Target: 39.3 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Hexachlorobutadiene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 35.9 ug/L

Std Dev: 0 ug/L

Median: 35.9 ug/L

Basis: Fixed Percent (2)

Analyte: Hexachlorobutadiene

9221      Sample:

Limits: 31.4  to 47.2 ug/L
Target: 39.3 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Hexachlorocyclopentadiene
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Potable Water Hexachlorocyclopentadiene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 8.8 ug/L

Std Dev: 3.1805 ug/L

Median: 9.02 ug/L

Basis: Linear Regression

Analyte: Hexachlorocyclopentadiene

9207A     Sample:

Limits: 3.6  to 17.2 ug/L
Target: 12.1 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Hexachlorocyclopentadiene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 10.8 ug/L

Std Dev: 1.8176 ug/L

Median: 11.13 ug/L

Basis: Linear Regression

Analyte: Hexachlorocyclopentadiene

9207A     Sample:

Limits: 3.6  to 17.2 ug/L
Target: 12.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Heptachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 16 Fail: 0 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 0.9 ug/L

Std Dev: 0.2224 ug/L

Median: 0.88 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Heptachlor

9207A     Sample:

Limits: 0.561  to 1.48 ug/L
Target: 1.02 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Heptachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 16 Fail: 0 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 1 ug/L

Std Dev: 0.0231 ug/L

Median: 1 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Heptachlor

9207A     Sample:

Limits: 0.561  to 1.48 ug/L
Target: 1.02 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Heptachlor epoxide
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Potable Water Heptachlor epoxide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 1.3 ug/L

Std Dev: 0.1578 ug/L

Median: 1.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Heptachlor epoxide

9207A     Sample:

Limits: 0.814  to 2.15 ug/L
Target: 1.48 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Heptachlor epoxide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 1.4 ug/L

Std Dev: 0.1563 ug/L

Median: 1.41 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Heptachlor epoxide

9207A     Sample:

Limits: 0.814  to 2.15 ug/L
Target: 1.48 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Mercury, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 35 Fail: 3 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 24 Total: 26

Shipment:

Robust Mean: 2.4 ug/L

Std Dev: 0.7117 ug/L

Median: 2.44 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Mercury, Total

9206      Sample:

Limits: 1.76  to 3.26 ug/L
Target: 2.51 ug/L

Technology: CVAAS          
Prep Method:

Potable Water Mercury, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 35 Fail: 3 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 12

Shipment:

Robust Mean: 2.5 ug/L

Std Dev: 0.7483 ug/L

Median: 2.545 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Mercury, Total

9206      Sample:

Limits: 1.76  to 3.26 ug/L
Target: 2.51 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Isopropylbenzene

Score Date: 05/20/2016 Proficiency Test Statistics Page 44 of 76



Potable Water Isopropylbenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 11 ug/L

Std Dev: 2.1109 ug/L

Median: 11.05 ug/L

Basis: Fixed Percent (2)

Analyte: Isopropylbenzene

9221      Sample:

Limits: 8.88  to 13.3 ug/L
Target: 11.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Isopropylbenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 10.6 ug/L

Std Dev: 0 ug/L

Median: 10.6 ug/L

Basis: Fixed Percent (2)

Analyte: Isopropylbenzene

9221      Sample:

Limits: 8.88  to 13.3 ug/L
Target: 11.1 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Potassium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC              due to the limited
number of participants.

Fail: 0

Labs:  Pass: 24 Fail: 1 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 38.2 mg/L

Std Dev: 0 mg/L

Median: 38.2 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Potassium, Total

9232      Sample:

Limits: 30  to 40.6 mg/L
Target: 35.3 mg/L

Technology: IC             
Prep Method:

Potable Water Potassium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 24 Fail: 1 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 22 Total: 23

Shipment:

Robust Mean: 34.5 mg/L

Std Dev: 2.0095 mg/L

Median: 34.9 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Potassium, Total

9232      Sample:

Limits: 30  to 40.6 mg/L
Target: 35.3 mg/L

Technology: ICP-AES        
Prep Method:
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Potable Water Potassium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-MS          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 24 Fail: 1 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 34.4 mg/L

Std Dev: 0 mg/L

Median: 34.4 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Potassium, Total

9232      Sample:

Limits: 30  to 40.6 mg/L
Target: 35.3 mg/L

Technology: ICP-MS         
Prep Method:

Potable Water Lindane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 1.7 ug/L

Std Dev: 0.2104 ug/L

Median: 1.73 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Lindane

9207A     Sample:

Limits: 1.08  to 2.84 ug/L
Target: 1.96 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Lindane

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 2 ug/L

Std Dev: 0.2568 ug/L

Median: 1.93 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Lindane

9207A     Sample:

Limits: 1.08  to 2.84 ug/L
Target: 1.96 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Monobromoacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: 45.6 ug/L

Std Dev: 4.7972 ug/L

Median: 45.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Monobromoacetic acid

9226      Sample:

Limits: 29.5  to 68.9 ug/L
Target: 49.2 ug/L

Technology: GC-ECD         
Prep Method:
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Potable Water Monobromoacetic acid
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 18 Fail: 0 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 48.2 ug/L

Std Dev: 0 ug/L

Median: 48.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Monobromoacetic acid

9226      Sample:

Limits: 29.5  to 68.9 ug/L
Target: 49.2 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Monochloroacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 16 Total: 17

Shipment:

Robust Mean: 26.7 ug/L

Std Dev: 6.9384 ug/L

Median: 27.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Monochloroacetic acid

9226      Sample:

Limits: 16.8  to 39.2 ug/L
Target: 28 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Monochloroacetic acid
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 25.8 ug/L

Std Dev: 0 ug/L

Median: 25.8 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Monochloroacetic acid

9226      Sample:

Limits: 16.8  to 39.2 ug/L
Target: 28 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Methylene chloride

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 16.9 ug/L

Std Dev: 1.1946 ug/L

Median: 16.95 ug/L

Basis: Fixed Percent (2)

Analyte: Methylene chloride

9220      Sample:

Limits: 13.5  to 20.3 ug/L
Target: 16.9 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Methylene chloride
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 18.1 ug/L

Std Dev: 0 ug/L

Median: 18.1 ug/L

Basis: Fixed Percent (2)

Analyte: Methylene chloride

9220      Sample:

Limits: 13.5  to 20.3 ug/L
Target: 16.9 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Methomyl

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 8 Fail: 1 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 9

Shipment:

Robust Mean: 35.5 ug/L

Std Dev: 3.7534 ug/L

Median: 35.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Methomyl

9215      Sample:

Limits: 29  to 43.4 ug/L
Target: 36.2 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Metolachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 12 Total: 12

Shipment:

Robust Mean: 15.3 ug/L

Std Dev: 1.027 ug/L

Median: 15.15 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Metolachlor

9207B     Sample:

Limits: 8.69  to 22.9 ug/L
Target: 15.8 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Metolachlor
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: ug/L

Std Dev: 0 ug/L

Median: 9.32 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Metolachlor

9207B     Sample:

Limits: 8.69  to 22.9 ug/L
Target: 15.8 ug/L

Technology: GC-NPD         
Prep Method:
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Potable Water Metribuzin
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-ECD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 12 Fail: 1 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 9.1 ug/L

Std Dev: 0 ug/L

Median: 9.09 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Metribuzin

9207B     Sample:

Limits: 4.69  to 14.1 ug/L
Target: 9.38 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Metribuzin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 12 Fail: 1 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 11

Shipment:

Robust Mean: 8.4 ug/L

Std Dev: 2.6329 ug/L

Median: 8.43 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Metribuzin

9207B     Sample:

Limits: 4.69  to 14.1 ug/L
Target: 9.38 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Metribuzin
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 12 Fail: 1 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: ug/L

Std Dev: 0 ug/L

Median: 5.76 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Metribuzin

9207B     Sample:

Limits: 4.69  to 14.1 ug/L
Target: 9.38 ug/L

Technology: GC-NPD         
Prep Method:

Potable Water Magnesium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: FAAS            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 3.3 mg/L

Std Dev: 0.1909 mg/L

Median: 3.295 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Magnesium, Total

9232      Sample:

Limits: 2.7  to 3.66 mg/L
Target: 3.18 mg/L

Technology: FAAS           
Prep Method:

Potable Water Magnesium, Total
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Potable Water Magnesium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC              due to the limited
number of participants.

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 2

Shipment:

Robust Mean: 3.1 mg/L

Std Dev: 2.185 mg/L

Median: 2.835 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Magnesium, Total

9232      Sample:

Limits: 2.7  to 3.66 mg/L
Target: 3.18 mg/L

Technology: IC             
Prep Method:

Potable Water Magnesium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 28 Total: 28

Shipment:

Robust Mean: 3.2 mg/L

Std Dev: 0.1191 mg/L

Median: 3.175 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Magnesium, Total

9232      Sample:

Limits: 2.7  to 3.66 mg/L
Target: 3.18 mg/L

Technology: ICP-AES        
Prep Method:

Potable Water Magnesium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-MS          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 3.1 mg/L

Std Dev: 0 mg/L

Median: 3.08 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Magnesium, Total

9232      Sample:

Limits: 2.7  to 3.66 mg/L
Target: 3.18 mg/L

Technology: ICP-MS         
Prep Method:

Potable Water Manganese, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 54 Fail: 0 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 786 ug/L

Std Dev: 36.9391 ug/L

Median: 790 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Manganese, Total

9206      Sample:

Limits: 680  to 920 ug/L
Target: 800 ug/L

Technology: FAAS           
Prep Method:

Potable Water Manganese, Total
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Potable Water Manganese, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 54 Fail: 0 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 804.4 ug/L

Std Dev: 37.9622 ug/L

Median: 808 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Manganese, Total

9206      Sample:

Limits: 680  to 920 ug/L
Target: 800 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Manganese, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 54 Fail: 0 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 22 Total: 22

Shipment:

Robust Mean: 804.7 ug/L

Std Dev: 29.6955 ug/L

Median: 805.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Manganese, Total

9206      Sample:

Limits: 680  to 920 ug/L
Target: 800 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Molybdenum, Total

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

107 112 115 118 120
0

1

2

3

4

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 20 Fail: 0 Total: 20

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 113.8 ug/L

Std Dev: 3.5434 ug/L

Median: 113.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Molybdenum, Total

9206      Sample:

Limits: 102  to 138 ug/L
Target: 120 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Molybdenum, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 20 Fail: 0 Total: 20

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 115.6 ug/L

Std Dev: 7.5895 ug/L

Median: 115.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Molybdenum, Total

9206      Sample:

Limits: 102  to 138 ug/L
Target: 120 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Methyl tert-butyl ether
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Potable Water Methyl tert-butyl ether

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 28 Fail: 1 Total: 29

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 28

Shipment:

Robust Mean: 44.3 ug/L

Std Dev: 9.1543 ug/L

Median: 44.65 ug/L

Basis: Fixed Percent (2)

Analyte: Methyl tert-butyl ether

9220      Sample:

Limits: 35.4  to 53 ug/L
Target: 44.2 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Methyl tert-butyl ether
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-PID          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 28 Fail: 1 Total: 29

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 46.3 ug/L

Std Dev: 0 ug/L

Median: 46.3 ug/L

Basis: Fixed Percent (2)

Analyte: Methyl tert-butyl ether

9220      Sample:

Limits: 35.4  to 53 ug/L
Target: 44.2 ug/L

Technology: GC-PID         
Prep Method:

Potable Water Methoxychlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 19 Fail: 0 Total: 19

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 12.1 ug/L

Std Dev: 2.3704 ug/L

Median: 11.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Methoxychlor

9207A     Sample:

Limits: 7.37  to 19.4 ug/L
Target: 13.4 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Methoxychlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 19 Fail: 0 Total: 19

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 12.9 ug/L

Std Dev: 1.7076 ug/L

Median: 12.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Methoxychlor

9207A     Sample:

Limits: 7.37  to 19.4 ug/L
Target: 13.4 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Sodium, Total
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Potable Water Sodium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 39 Fail: 1 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 37.7 mg/L

Std Dev: 1.9497 mg/L

Median: 38 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sodium, Total

9232      Sample:

Limits: 32  to 43.2 mg/L
Target: 37.6 mg/L

Technology: FAAS           
Prep Method:

Potable Water Sodium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC              due to the limited
number of participants.

Fail: 0

Labs:  Pass: 39 Fail: 1 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 38.2 mg/L

Std Dev: 1.9799 mg/L

Median: 38.2 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sodium, Total

9232      Sample:

Limits: 32  to 43.2 mg/L
Target: 37.6 mg/L

Technology: IC             
Prep Method:

Potable Water Sodium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 39 Fail: 1 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 31

Shipment:

Robust Mean: 37.7 mg/L

Std Dev: 11.4235 mg/L

Median: 37.7 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sodium, Total

9232      Sample:

Limits: 32  to 43.2 mg/L
Target: 37.6 mg/L

Technology: ICP-AES        
Prep Method:

Potable Water Sodium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-MS          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 39 Fail: 1 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 36.4 mg/L

Std Dev: 0 mg/L

Median: 36.4 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sodium, Total

9232      Sample:

Limits: 32  to 43.2 mg/L
Target: 37.6 mg/L

Technology: ICP-MS         
Prep Method:

Potable Water Nickel, Total
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Potable Water Nickel, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 426.7 ug/L

Std Dev: 18.1475 ug/L

Median: 424 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Nickel, Total

9206      Sample:

Limits: 357  to 483 ug/L
Target: 420 ug/L

Technology: FAAS           
Prep Method:

Potable Water Nickel, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 23 Total: 24

Shipment:

Robust Mean: 419.5 ug/L

Std Dev: 119.202 ug/L

Median: 419 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Nickel, Total

9206      Sample:

Limits: 357  to 483 ug/L
Target: 420 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Nickel, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 422.1 ug/L

Std Dev: 16.3285 ug/L

Median: 422 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Nickel, Total

9206      Sample:

Limits: 357  to 483 ug/L
Target: 420 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Nitrite (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 1.6 mg/L

Std Dev: 0.0952 mg/L

Median: 1.57 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrite (as N)

9227      Sample:

Limits: 1.36  to 1.84 mg/L
Target: 1.6 mg/L

Technology: AUTO           
Prep Method:

Potable Water Nitrite (as N)
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Potable Water Nitrite (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 22 Total: 22

Shipment:

Robust Mean: 1.6 mg/L

Std Dev: 0.0736 mg/L

Median: 1.615 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrite (as N)

9227      Sample:

Limits: 1.36  to 1.84 mg/L
Target: 1.6 mg/L

Technology: COLOR          
Prep Method:

Potable Water Nitrite (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 53 Fail: 1 Total: 54

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 21

Shipment:

Robust Mean: 1.6 mg/L

Std Dev: 0.3687 mg/L

Median: 1.64 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrite (as N)

9227      Sample:

Limits: 1.36  to 1.84 mg/L
Target: 1.6 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Nitrate (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 61 Fail: 4 Total: 65

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 16 Total: 17

Shipment:

Robust Mean: 9.4 mg/L

Std Dev: 0.4697 mg/L

Median: 9.5 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrate (as N)

9202      Sample:

Limits: 8.69  to 10.6 mg/L
Target: 9.65 mg/L

Technology: AUTO           
Prep Method:

Potable Water Nitrate (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 61 Fail: 4 Total: 65

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 14 Total: 14

Shipment:

Robust Mean: 9.7 mg/L

Std Dev: 0.4123 mg/L

Median: 9.685 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrate (as N)

9202      Sample:

Limits: 8.69  to 10.6 mg/L
Target: 9.65 mg/L

Technology: COLOR          
Prep Method:

Potable Water Nitrate (as N)
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Potable Water Nitrate (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 61 Fail: 4 Total: 65

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 28

Shipment:

Robust Mean: 9.5 mg/L

Std Dev: 0.4323 mg/L

Median: 9.575 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrate (as N)

9202      Sample:

Limits: 8.69  to 10.6 mg/L
Target: 9.65 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Nitrate (as N)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 61 Fail: 4 Total: 65

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 6

Shipment:

Robust Mean: 9.4 mg/L

Std Dev: 4.8811 mg/L

Median: 9.465 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Nitrate (as N)

9202      Sample:

Limits: 8.69  to 10.6 mg/L
Target: 9.65 mg/L

Technology: POT            
Prep Method:

Potable Water n-Propylbenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 5.8 ug/L

Std Dev: 0.5394 ug/L

Median: 5.895 ug/L

Basis: Fixed Percent (2)

Analyte: n-Propylbenzene

9221      Sample:

Limits: 3.64  to 8.48 ug/L
Target: 6.06 ug/L

Technology: GC-MS          
Prep Method:

Potable Water n-Propylbenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 5.8 ug/L

Std Dev: 0 ug/L

Median: 5.78 ug/L

Basis: Fixed Percent (2)

Analyte: n-Propylbenzene

9221      Sample:

Limits: 3.64  to 8.48 ug/L
Target: 6.06 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Aldicarb Sulfoxide
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Potable Water Aldicarb Sulfoxide

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 9 Fail: 0 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 50.9 ug/L

Std Dev: 4.5269 ug/L

Median: 51.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Aldicarb Sulfoxide

9215      Sample:

Limits: 38.3  to 63.9 ug/L
Target: 51.1 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Lead, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 52 Fail: 1 Total: 53

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 20 Total: 21

Shipment:

Robust Mean: 70 ug/L

Std Dev: 25.4245 ug/L

Median: 71 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Lead, Total

9206      Sample:

Limits: 49  to 91 ug/L
Target: 70 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Lead, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 1 Total: 53

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 4

Shipment:

Robust Mean: 72.2 ug/L

Std Dev: 3.449 ug/L

Median: 73.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Lead, Total

9206      Sample:

Limits: 49  to 91 ug/L
Target: 70 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Lead, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 52 Fail: 1 Total: 53

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 28 Total: 28

Shipment:

Robust Mean: 69.8 ug/L

Std Dev: 3.1499 ug/L

Median: 69.85 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Lead, Total

9206      Sample:

Limits: 49  to 91 ug/L
Target: 70 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water PCB,Total (as decachlorobiphenyl)
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Potable Water PCB,Total (as decachlorobiphenyl)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 3 Fail: 0 Total: 3

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 0.7 ug/L

Std Dev: 0.3725 ug/L

Median: 0.66 ug/L

Basis: Target Value +/- a fixed percent

Analyte: PCB,Total (as decachlorobiphenyl)

9225      Sample:

Limits: 0  to 1.89 ug/L
Target: 0.947 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Pentachlorophenol

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 7.3 ug/L

Std Dev: 0.9071 ug/L

Median: 7.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Pentachlorophenol

9217      Sample:

Limits: 4.78  to 14.3 ug/L
Target: 9.55 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Pentachlorophenol
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 7.1 ug/L

Std Dev: 0 ug/L

Median: 7.05 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Pentachlorophenol

9217      Sample:

Limits: 4.78  to 14.3 ug/L
Target: 9.55 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water p-Isopropyltoluene (P-Cymene)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 14.7 ug/L

Std Dev: 1.3861 ug/L

Median: 14.9 ug/L

Basis: Fixed Percent (2)

Analyte: p-Isopropyltoluene (P-Cymene)

9221      Sample:

Limits: 11.8  to 17.6 ug/L
Target: 14.7 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water p-Isopropyltoluene (P-Cymene)
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 14.2 ug/L

Std Dev: 0 ug/L

Median: 14.2 ug/L

Basis: Fixed Percent (2)

Analyte: p-Isopropyltoluene (P-Cymene)

9221      Sample:

Limits: 11.8  to 17.6 ug/L
Target: 14.7 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Perchlorate
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-ESMS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 4 Fail: 0 Total: 4

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 19.4 ug/L

Std Dev: 0 ug/L

Median: 19.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Perchlorate

9237      Sample:

Limits: 15.1  to 22.7 ug/L
Target: 18.9 ug/L

Technology: HPLC-ESMS      
Prep Method:

Potable Water Perchlorate

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 4 Fail: 0 Total: 4

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 18.8 ug/L

Std Dev: 1.5588 ug/L

Median: 17.9 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Perchlorate

9237      Sample:

Limits: 15.1  to 22.7 ug/L
Target: 18.9 ug/L

Technology: IC-COND        
Prep Method:

Potable Water Picloram

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 12.3 ug/L

Std Dev: 1.6141 ug/L

Median: 12.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Picloram

9217      Sample:

Limits: 6.85  to 20.6 ug/L
Target: 13.7 ug/L

Technology: GC-ECD         
Prep Method:
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Potable Water Picloram
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 17.6 ug/L

Std Dev: 0 ug/L

Median: 17.6 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Picloram

9217      Sample:

Limits: 6.85  to 20.6 ug/L
Target: 13.7 ug/L

Technology: HPLC-UV        
Prep Method:

Potable Water Orthophosphate (as P)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 34 Fail: 6 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 4 Total: 4

Shipment:

Robust Mean: 1.5 mg/L

Std Dev: 0.0744 mg/L

Median: 1.45 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Orthophosphate (as P)

9202      Sample:

Limits: 1.24  to 1.68 mg/L
Target: 1.46 mg/L

Technology: AUTO           
Prep Method:

Potable Water Orthophosphate (as P)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 4

Labs:  Pass: 34 Fail: 6 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 17

Shipment:

Robust Mean: 1.4 mg/L

Std Dev: 0.1406 mg/L

Median: 1.46 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Orthophosphate (as P)

9202      Sample:

Limits: 1.24  to 1.68 mg/L
Target: 1.46 mg/L

Technology: COLOR          
Prep Method:

Potable Water Orthophosphate (as P)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 34 Fail: 6 Total: 40

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 19

Shipment:

Robust Mean: 1.4 mg/L

Std Dev: 0.135 mg/L

Median: 1.41 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Orthophosphate (as P)

9202      Sample:

Limits: 1.24  to 1.68 mg/L
Target: 1.46 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Propachlor
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Potable Water Propachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 16 Fail: 0 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 7.6 ug/L

Std Dev: 1.146 ug/L

Median: 7.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Propachlor

9207A     Sample:

Limits: 5.19  to 13.7 ug/L
Target: 9.44 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Propachlor

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 16 Fail: 0 Total: 16

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 9.4 ug/L

Std Dev: 1.0757 ug/L

Median: 9.6 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Propachlor

9207A     Sample:

Limits: 5.19  to 13.7 ug/L
Target: 9.44 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Solids, Total Dissolved

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 43 Fail: 0 Total: 43

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 43 Total: 43

Shipment:

Robust Mean: 613.9 mg/L

Std Dev: 131.8563 mg/L

Median: 614 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Solids, Total Dissolved

9231      Sample:

Limits: 493  to 739 mg/L
Target: 616 mg/L

Technology: GRAV           
Prep Method:

Potable Water Antimony, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 36 Fail: 1 Total: 37

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 48.9 ug/L

Std Dev: 16.3743 ug/L

Median: 48.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Antimony, Total

9206      Sample:

Limits: 33.3  to 61.9 ug/L
Target: 47.6 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Antimony, Total
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Potable Water Antimony, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-AES         due to the 
limited number of participants.

Fail: 1

Labs:  Pass: 36 Fail: 1 Total: 37

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 2

Shipment:

Robust Mean: 48.9 ug/L

Std Dev: 34.5775 ug/L

Median: 61.45 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Antimony, Total

9206      Sample:

Limits: 33.3  to 61.9 ug/L
Target: 47.6 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Antimony, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 36 Fail: 1 Total: 37

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 26 Total: 26

Shipment:

Robust Mean: 47.8 ug/L

Std Dev: 9.481 ug/L

Median: 47.55 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Antimony, Total

9206      Sample:

Limits: 33.3  to 61.9 ug/L
Target: 47.6 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water sec-Butylbenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 14.4 ug/L

Std Dev: 2.7897 ug/L

Median: 14.35 ug/L

Basis: Fixed Percent (2)

Analyte: sec-Butylbenzene

9221      Sample:

Limits: 11.8  to 17.6 ug/L
Target: 14.7 ug/L

Technology: GC-MS          
Prep Method:

Potable Water sec-Butylbenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 13.7 ug/L

Std Dev: 0 ug/L

Median: 13.7 ug/L

Basis: Fixed Percent (2)

Analyte: sec-Butylbenzene

9221      Sample:

Limits: 11.8  to 17.6 ug/L
Target: 14.7 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Specific Conductance
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Potable Water Specific Conductance

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 48 Fail: 1 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 48 Total: 49

Shipment:

Robust Mean: 869.5 umhos/cm

Std Dev: 126.9109 umhos/cm

Median: 864 umhos/cm

Basis: Target Value +/- a fixed percent

Analyte: Specific Conductance

9224      Sample:

Limits: 783  to 957 umhos/cm
Target: 870 umhos/cm

Technology: COND           
Prep Method:

Potable Water Selenium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 38 Fail: 0 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 82.4 ug/L

Std Dev: 4.3729 ug/L

Median: 83.7 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Selenium, Total

9206      Sample:

Limits: 66.1  to 99.1 ug/L
Target: 82.6 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Selenium, Total
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: ICP-AES         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 38 Fail: 0 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 2 Total: 2

Shipment:

Robust Mean: 86.5 ug/L

Std Dev: 0.2121 ug/L

Median: 86.45 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Selenium, Total

9206      Sample:

Limits: 66.1  to 99.1 ug/L
Target: 82.6 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Selenium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 38 Fail: 0 Total: 38

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 82.7 ug/L

Std Dev: 3.7825 ug/L

Median: 81.7 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Selenium, Total

9206      Sample:

Limits: 66.1  to 99.1 ug/L
Target: 82.6 ug/L

Technology: ICP-MS         
Prep Method:
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Potable Water Silica, Dissolved
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AUTO            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 10 Fail: 0 Total: 10

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 17.3 mg/L

Std Dev: 0 mg/L

Median: 17.3 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Silica, Dissolved

9228      Sample:

Limits: 15  to 20.4 mg/L
Target: 17.7 mg/L

Technology: AUTO           
Prep Method:

Potable Water Silica, Dissolved

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 10 Fail: 0 Total: 10

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 3 Total: 3

Shipment:

Robust Mean: 18.3 mg/L

Std Dev: 1.0116 mg/L

Median: 17.8 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Silica, Dissolved

9228      Sample:

Limits: 15  to 20.4 mg/L
Target: 17.7 mg/L

Technology: COLOR          
Prep Method:

Potable Water Silica, Dissolved

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 10 Fail: 0 Total: 10

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 17.1 mg/L

Std Dev: 1.052 mg/L

Median: 17.25 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Silica, Dissolved

9228      Sample:

Limits: 15  to 20.4 mg/L
Target: 17.7 mg/L

Technology: ICP-AES        
Prep Method:

Potable Water Simazine

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 2.9 ug/L

Std Dev: 0.5071 ug/L

Median: 3.18 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Simazine

9207B     Sample:

Limits: 1.36  to 3.58 ug/L
Target: 2.47 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Simazine
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Potable Water Simazine

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 11

Shipment:

Robust Mean: 2.4 ug/L

Std Dev: 0.3484 ug/L

Median: 2.36 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Simazine

9207B     Sample:

Limits: 1.36  to 3.58 ug/L
Target: 2.47 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Simazine
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-NPD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 1.5 ug/L

Std Dev: 0 ug/L

Median: 1.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Simazine

9207B     Sample:

Limits: 1.36  to 3.58 ug/L
Target: 2.47 ug/L

Technology: GC-NPD         
Prep Method:

Potable Water 2,4,5-TP (Silvex)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 81.8 ug/L

Std Dev: 11.7385 ug/L

Median: 82.6 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 2,4,5-TP (Silvex)

9217      Sample:

Limits: 44.6  to 134 ug/L
Target: 89.1 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water 2,4,5-TP (Silvex)
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: HPLC-UV         due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 11 Fail: 0 Total: 11

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 87.9 ug/L

Std Dev: 0 ug/L

Median: 87.9 ug/L

Basis: Target Value +/- a fixed percent

Analyte: 2,4,5-TP (Silvex)

9217      Sample:

Limits: 44.6  to 134 ug/L
Target: 89.1 ug/L

Technology: HPLC-UV        
Prep Method:
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Potable Water Sulfate (as SO4)
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: AUTO            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 45 Fail: 4 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 232 mg/L

Std Dev: 0 mg/L

Median: 232 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sulfate (as SO4)

9202      Sample:

Limits: 211  to 285 mg/L
Target: 248 mg/L

Technology: AUTO           
Prep Method:

Potable Water Sulfate (as SO4)

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

219 231 238 244 269
0

1

2

3

4

5

6

Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 45 Fail: 4 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 11 Total: 13

Shipment:

Robust Mean: 244.3 mg/L

Std Dev: 92.7511 mg/L

Median: 238.8 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sulfate (as SO4)

9202      Sample:

Limits: 211  to 285 mg/L
Target: 248 mg/L

Technology: COLOR          
Prep Method:

Potable Water Sulfate (as SO4)
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GRAV            due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 45 Fail: 4 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 258 mg/L

Std Dev: 0 mg/L

Median: 258 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sulfate (as SO4)

9202      Sample:

Limits: 211  to 285 mg/L
Target: 248 mg/L

Technology: GRAV           
Prep Method:

Potable Water Sulfate (as SO4)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 2

Labs:  Pass: 45 Fail: 4 Total: 49

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 34

Shipment:

Robust Mean: 245.1 mg/L

Std Dev: 59.3023 mg/L

Median: 243 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Sulfate (as SO4)

9202      Sample:

Limits: 211  to 285 mg/L
Target: 248 mg/L

Technology: IC-COND        
Prep Method:

Potable Water Styrene
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Potable Water Styrene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 10.4 ug/L

Std Dev: 0.6977 ug/L

Median: 10.3 ug/L

Basis: Fixed Percent (2)

Analyte: Styrene

9221      Sample:

Limits: 8.56  to 12.8 ug/L
Target: 10.7 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Styrene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 10.4 ug/L

Std Dev: 0 ug/L

Median: 10.4 ug/L

Basis: Fixed Percent (2)

Analyte: Styrene

9221      Sample:

Limits: 8.56  to 12.8 ug/L
Target: 10.7 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Surfactant (MBAS)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 18

Shipment:

Robust Mean: 0.4 mg/L

Std Dev: 0.0447 mg/L

Median: 0.43 mg/L

Basis: Linear Regression

Analyte: Surfactant (MBAS)

9236      Sample:

Limits: 0.251  to 0.491 mg/L
Target: 0.373 mg/L

Technology: COLOR          
Prep Method:

Potable Water trans-1,2-Dichloroethene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 12 ug/L

Std Dev: 0.8802 ug/L

Median: 12.05 ug/L

Basis: Fixed Percent (2)

Analyte: trans-1,2-Dichloroethene

9220      Sample:

Limits: 9.36  to 14 ug/L
Target: 11.7 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water trans-1,2-Dichloroethene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 11.7 ug/L

Std Dev: 0 ug/L

Median: 11.7 ug/L

Basis: Fixed Percent (2)

Analyte: trans-1,2-Dichloroethene

9220      Sample:

Limits: 9.36  to 14 ug/L
Target: 11.7 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water trans-1,3-Dichloropropene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 19 ug/L

Std Dev: 1.2716 ug/L

Median: 18.95 ug/L

Basis: Fixed Percent (2)

Analyte: trans-1,3-Dichloropropene

9220      Sample:

Limits: 15.6  to 23.4 ug/L
Target: 19.5 ug/L

Technology: GC-MS          
Prep Method:

Potable Water trans-1,3-Dichloropropene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 20.1 ug/L

Std Dev: 0 ug/L

Median: 20.1 ug/L

Basis: Fixed Percent (2)

Analyte: trans-1,3-Dichloropropene

9220      Sample:

Limits: 15.6  to 23.4 ug/L
Target: 19.5 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water tert-Butylbenzene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 6 ug/L

Std Dev: 0.6762 ug/L

Median: 6.06 ug/L

Basis: Fixed Percent (2)

Analyte: tert-Butylbenzene

9221      Sample:

Limits: 3.73  to 8.69 ug/L
Target: 6.21 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water tert-Butylbenzene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 6.1 ug/L

Std Dev: 0 ug/L

Median: 6.08 ug/L

Basis: Fixed Percent (2)

Analyte: tert-Butylbenzene

9221      Sample:

Limits: 3.73  to 8.69 ug/L
Target: 6.21 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Trichloroacetic acid

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 16 Total: 17

Shipment:

Robust Mean: 31.1 ug/L

Std Dev: 5.0789 ug/L

Median: 30.3 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Trichloroacetic acid

9226      Sample:

Limits: 19.8  to 46.2 ug/L
Target: 33 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Trichloroacetic acid
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: IC-ESI-MS       due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 17 Fail: 1 Total: 18

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 30.4 ug/L

Std Dev: 0 ug/L

Median: 30.4 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Trichloroacetic acid

9226      Sample:

Limits: 19.8  to 46.2 ug/L
Target: 33 ug/L

Technology: IC-ESI-MS      
Prep Method:

Potable Water Tetrachloroethene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 19 ug/L

Std Dev: 1.5964 ug/L

Median: 19.45 ug/L

Basis: Fixed Percent (2)

Analyte: Tetrachloroethene

9220      Sample:

Limits: 15.8  to 23.6 ug/L
Target: 19.7 ug/L

Technology: GC-MS          
Prep Method:

Score Date: 05/20/2016 Proficiency Test Statistics Page 69 of 76



Potable Water Tetrachloroethene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 18.5 ug/L

Std Dev: 0 ug/L

Median: 18.5 ug/L

Basis: Fixed Percent (2)

Analyte: Tetrachloroethene

9220      Sample:

Limits: 15.8  to 23.6 ug/L
Target: 19.7 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Trifluralin
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GC-ECD          due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 3.8 ug/L

Std Dev: 0 ug/L

Median: 3.76 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Trifluralin

9207A     Sample:

Limits: 2.47  to 6.51 ug/L
Target: 4.49 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Trifluralin

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 6 Fail: 0 Total: 6

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 4.7 ug/L

Std Dev: 0.6549 ug/L

Median: 4.35 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Trifluralin

9207A     Sample:

Limits: 2.47  to 6.51 ug/L
Target: 4.49 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Thallium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 35 Fail: 0 Total: 35

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 8 Total: 8

Shipment:

Robust Mean: 2.5 ug/L

Std Dev: 0.9343 ug/L

Median: 2.445 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Thallium, Total

9206      Sample:

Limits: 1.76  to 3.26 ug/L
Target: 2.51 ug/L

Technology: GFAAS          
Prep Method:

Potable Water Thallium, Total
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Potable Water Thallium, Total

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

2.4 2.5 2.6 2.7 2.8 2.9 3
0

2

4

6

8

Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 35 Fail: 0 Total: 35

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 27 Total: 27

Shipment:

Robust Mean: 2.6 ug/L

Std Dev: 0.1548 ug/L

Median: 2.61 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Thallium, Total

9206      Sample:

Limits: 1.76  to 3.26 ug/L
Target: 2.51 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Organic Carbon, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: 5.2 mg/L

Std Dev: 0.3309 mg/L

Median: 5.19 mg/L

Basis: Target Value +/- a fixed percent

Analyte: Organic Carbon, Total

9233      Sample:

Limits: 4.08  to 6.12 mg/L
Target: 5.1 mg/L

Technology: IR             
Prep Method:

Potable Water Toluene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 6.6 ug/L

Std Dev: 0.5739 ug/L

Median: 6.67 ug/L

Basis: Fixed Percent (2)

Analyte: Toluene

9221      Sample:

Limits: 4.07  to 9.51 ug/L
Target: 6.79 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Toluene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 6.5 ug/L

Std Dev: 0 ug/L

Median: 6.46 ug/L

Basis: Fixed Percent (2)

Analyte: Toluene

9221      Sample:

Limits: 4.07  to 9.51 ug/L
Target: 6.79 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Toxaphene
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Potable Water Toxaphene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 13 Fail: 0 Total: 13

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 13 Total: 13

Shipment:

Robust Mean: 8.7 ug/L

Std Dev: 1.3785 ug/L

Median: 8.86 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Toxaphene

9216      Sample:

Limits: 4.55  to 12 ug/L
Target: 8.28 ug/L

Technology: GC-ECD         
Prep Method:

Potable Water Trichloroethene

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 16.9 ug/L

Std Dev: 3.153 ug/L

Median: 16.9 ug/L

Basis: Fixed Percent (2)

Analyte: Trichloroethene

9220      Sample:

Limits: 13.7  to 20.5 ug/L
Target: 17.1 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Trichloroethene
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 15.7 ug/L

Std Dev: 0 ug/L

Median: 15.7 ug/L

Basis: Fixed Percent (2)

Analyte: Trichloroethene

9220      Sample:

Limits: 13.7  to 20.5 ug/L
Target: 17.1 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Turbidity

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 6

Labs:  Pass: 41 Fail: 6 Total: 47

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 41 Total: 47

Shipment:

Robust Mean: 2.1 NTU

Std Dev: 0.3784 NTU

Median: 2.05 NTU

Basis: Linear Regression

Analyte: Turbidity

9234      Sample:

Limits: 1.77  to 2.52 NTU
Target: 2.14 NTU

Technology: COLOR          
Prep Method:

Potable Water Total Xylenes
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Potable Water Total Xylenes

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 31 Total: 32

Shipment:

Robust Mean: 44.5 ug/L

Std Dev: 3.7842 ug/L

Median: 44.7 ug/L

Basis: Fixed Percent (2)

Analyte: Total Xylenes

9221      Sample:

Limits: 36  to 54 ug/L
Target: 45 ug/L

Technology: GC-MS          
Prep Method:

Potable Water Total Xylenes
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 32 Fail: 1 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 42.4 ug/L

Std Dev: 0 ug/L

Median: 42.4 ug/L

Basis: Fixed Percent (2)

Analyte: Total Xylenes

9221      Sample:

Limits: 36  to 54 ug/L
Target: 45 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Uranium (Mass)
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: COLOR           due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 7 Fail: 0 Total: 7

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 20.1 ug/L

Std Dev: 0 ug/L

Median: 20.07 ug/L

Basis: Linear Regression

Analyte: Uranium (Mass)

9206      Sample:

Limits: 17.9  to 25.4 ug/L
Target: 22.5 ug/L

Technology: COLOR          
Prep Method:

Potable Water Uranium (Mass)

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 7 Fail: 0 Total: 7

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 6 Total: 6

Shipment:

Robust Mean: 22.1 ug/L

Std Dev: 0.8802 ug/L

Median: 22.4 ug/L

Basis: Linear Regression

Analyte: Uranium (Mass)

9206      Sample:

Limits: 17.9  to 25.4 ug/L
Target: 22.5 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water UV 254
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Potable Water UV 254

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 17 Fail: 0 Total: 17

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 17 Total: 17

Shipment:

Robust Mean: 0.1 cm -1

Std Dev: 0.011 cm -1

Median: 0.11 cm -1

Basis: Linear Regression

Analyte: UV 254

9239      Sample:

Limits: 0.0842  to 0.135 cm -1
Target: 0.106 cm -1

Technology: COLOR          
Prep Method:

Potable Water Vanadium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 20 Fail: 1 Total: 21

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 10

Shipment:

Robust Mean: 660.5 ug/L

Std Dev: 209.4081 ug/L

Median: 654 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Vanadium, Total

9206      Sample:

Limits: 575  to 777 ug/L
Target: 676 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Vanadium, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 20 Fail: 1 Total: 21

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 10 Total: 11

Shipment:

Robust Mean: 678.7 ug/L

Std Dev: 205.8004 ug/L

Median: 679 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Vanadium, Total

9206      Sample:

Limits: 575  to 777 ug/L
Target: 676 ug/L

Technology: ICP-MS         
Prep Method:

Potable Water Vinyl chloride

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 32 Total: 32

Shipment:

Robust Mean: 11 ug/L

Std Dev: 1.5901 ug/L

Median: 10.85 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Vinyl chloride

9220      Sample:

Limits: 6.3  to 14.7 ug/L
Target: 10.5 ug/L

Technology: GC-MS          
Prep Method:
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Potable Water Vinyl chloride
Potable WaterMatrix:392   

A histogram is not displayed for 
Technology: GCELCD/PID      due to the 
limited number of participants.

Fail: 0

Labs:  Pass: 33 Fail: 0 Total: 33

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 1 Total: 1

Shipment:

Robust Mean: 10.2 ug/L

Std Dev: 0 ug/L

Median: 10.2 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Vinyl chloride

9220      Sample:

Limits: 6.3  to 14.7 ug/L
Target: 10.5 ug/L

Technology: GCELCD/PID     
Prep Method:

Potable Water Oxamyl

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 9 Fail: 0 Total: 9

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 9 Total: 9

Shipment:

Robust Mean: 17.8 ug/L

Std Dev: 2.1254 ug/L

Median: 18.1 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Oxamyl

9215      Sample:

Limits: 14.1  to 23.5 ug/L
Target: 18.8 ug/L

Technology: HPLC-FLUOR     
Prep Method:

Potable Water Zinc, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 55 Fail: 1 Total: 56

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 5 Total: 5

Shipment:

Robust Mean: 586.8 ug/L

Std Dev: 14.0784 ug/L

Median: 590 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Zinc, Total

9206      Sample:

Limits: 511  to 691 ug/L
Target: 601 ug/L

Technology: FAAS           
Prep Method:

Potable Water Zinc, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 1

Labs:  Pass: 55 Fail: 1 Total: 56

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 26 Total: 27

Shipment:

Robust Mean: 593.8 ug/L

Std Dev: 34.2133 ug/L

Median: 591 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Zinc, Total

9206      Sample:

Limits: 511  to 691 ug/L
Target: 601 ug/L

Technology: ICP-AES        
Prep Method:

Potable Water Zinc, Total
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Potable Water Zinc, Total

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:392   

Fail: 0

Labs:  Pass: 55 Fail: 1 Total: 56

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 24 Total: 24

Shipment:

Robust Mean: 603.5 ug/L

Std Dev: 31.3665 ug/L

Median: 599.5 ug/L

Basis: Target Value +/- a fixed percent

Analyte: Zinc, Total

9206      Sample:

Limits: 511  to 691 ug/L
Target: 601 ug/L

Technology: ICP-MS         
Prep Method:
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