
Air and Emissions Fibers

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:384   

Fail: 0

Labs:  Pass: 85 Fail: 0 Total: 85

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 85 Total: 85

Shipment:

Robust Mean: 51.1 Fibers per mm2

Std Dev: 16.7167 Fibers per mm2

Median: 47.44 Fibers per mm2

Basis: Robust Statistics (Normal Distribution)

Analyte: Fibers

1697      Sample:

Limits: 1  to 98.2 Fibers per mm2
Target: 66.53 Fibers per mm2

Technology: PCM            
Prep Method:

Air and Emissions Fibers

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:384   

Fail: 1

Labs:  Pass: 84 Fail: 1 Total: 85

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 84 Total: 85

Shipment:

Robust Mean: 228.6 Fibers per mm2

Std Dev: 56.7298 Fibers per mm2

Median: 230.2 Fibers per mm2

Basis: Robust Statistics (Normal Distribution)

Analyte: Fibers

3151      Sample:

Limits: 73.3  to 385 Fibers per mm2
Target: 280.12 Fibers per mm2

Technology: PCM            
Prep Method:

Air and Emissions Fibers

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:384   

Fail: 2

Labs:  Pass: 83 Fail: 2 Total: 85

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 83 Total: 85

Shipment:

Robust Mean: 293.6 Fibers per mm2

Std Dev: 84.9051 Fibers per mm2

Median: 299.65 Fibers per mm2

Basis: Robust Statistics (Normal Distribution)

Analyte: Fibers

6068      Sample:

Limits: 69.4  to 515 Fibers per mm2
Target: 330.89 Fibers per mm2

Technology: PCM            
Prep Method:

Air and Emissions Fibers

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:384   

Fail: 1

Labs:  Pass: 84 Fail: 1 Total: 85

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 84 Total: 85

Shipment:

Robust Mean: 676.8 Fibers per mm2

Std Dev: 185.8995 Fibers per mm2

Median: 659.24 Fibers per mm2

Basis: Robust Statistics (Normal Distribution)

Analyte: Fibers

8353      Sample:

Limits: 148  to 1200 Fibers per mm2
Target: 886.67 Fibers per mm2

Technology: PCM            
Prep Method:

Solid and Hazardous Waste Asbestos in Friable Material
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Solid and Hazardous Waste Asbestos in Friable Material

Test Results (End Groups Include Outliers)

N
u

m
b

er
 o

f 
L

ab
s

0 0.9 2.8 4.6 6.5 8.3 10.1 12 13.8
0

5

10

15

20

Solid and Hazardous WasteMatrix:384   

Fail: 8

Labs:  Pass: 61 Fail: 8 Total: 69

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 61 Total: 69

Shipment:

Robust Mean: 6.5 %

Std Dev: 3.7087 %

Median: 6.5 %

Basis: Swa scoring

Analyte: Asbestos in Friable Material

4780      Sample:

Limits: 1.1  to 14 %
Target: 12.7 %

Technology: PLM            
Prep Method:

Solid and Hazardous Waste Asbestos in Friable Material

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:384   

Fail: 6

Labs:  Pass: 63 Fail: 6 Total: 69

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 63 Total: 69

Shipment:

Robust Mean: 9.4 %

Std Dev: 4.5591 %

Median: 9 %

Basis: Swa scoring

Analyte: Asbestos in Friable Material

6973      Sample:

Limits: 1.1  to 18 %
Target: 14.7 %

Technology: PLM            
Prep Method:

Solid and Hazardous Waste Asbestos in Friable Material

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:384   

Fail: 28

Labs:  Pass: 41 Fail: 28 Total: 69

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 41 Total: 69

Shipment:

Robust Mean: 1.4 %

Std Dev: 1.0083 %

Median: 1.3 %

Basis: Swa scoring

Analyte: Asbestos in Friable Material

9145      Sample:

Limits: 1.1  to 4.6 %
Target: 2.7 %

Technology: PLM            
Prep Method:
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