
Air and Emissions Asbestos

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:401   

Fail: 0

Labs:  Pass: 21 Fail: 0 Total: 21

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 59 Total: 59

Shipment:

Robust Mean: 263 Struct/ mm2

Std Dev: 173.6529 Struct/ mm2

Median: 216 Struct/ mm2

Basis: Manual Limits

Analyte: Asbestos

1962      Sample:

Limits: 9  to 172 Struct/ mm2
Target: 84.6 Struct/ mm2

Technology: TEM            
Prep Method:

Air and Emissions Asbestos

Test Results (End Groups Include Outliers)
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Air and EmissionsMatrix:401   

Fail: 0

Labs:  Pass: 21 Fail: 0 Total: 21

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 59 Total: 59

Shipment:

Robust Mean: 493.9 Struct/ mm2

Std Dev: 249.3682 Struct/ mm2

Median: 458.94 Struct/ mm2

Basis: Manual Limits

Analyte: Asbestos

7690      Sample:

Limits: 27  to 566 Struct/ mm2
Target: 266 Struct/ mm2

Technology: TEM            
Prep Method:

Potable Water Asbestos

Test Results (End Groups Include Outliers)
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Potable WaterMatrix:401   

Fail: 1

Labs:  Pass: 24 Fail: 1 Total: 25

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 24 Total: 25

Shipment:

Robust Mean: 5.9 MF/L

Std Dev: 2.2728 MF/L

Median: 5.98 MF/L

Basis: Stat Linear Regression

Analyte: Asbestos

2257      Sample:

Limits: 1.58  to 10.3 MF/L
Target: 10 MF/L

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:401   

Fail: 2

Labs:  Pass: 34 Fail: 2 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 34 Total: 36

Shipment:

Robust Mean: 72.6 %

Std Dev: 21.2887 %

Median: 71.25 %

Basis: Robust Statistics (Normal Distribution)

Analyte: Asbestos in Non-Friable Material-TEM

2037      Sample:

Limits: 31.2  to 115 %
Target: 87.5 %

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM
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Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:401   

Fail: 2

Labs:  Pass: 34 Fail: 2 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 34 Total: 36

Shipment:

Robust Mean: 0.9 %

Std Dev: 0.2713 %

Median: 1 %

Basis: Natural Blanks

Analyte: Asbestos in Non-Friable Material-TEM

5131      Sample:

Limits: 0  to 1 %
Target: 1 %

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:401   

Fail: 1

Labs:  Pass: 35 Fail: 1 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 35 Total: 36

Shipment:

Robust Mean: 21.9 %

Std Dev: 5.29 %

Median: 22.05 %

Basis: Robust Statistics (Normal Distribution)

Analyte: Asbestos in Non-Friable Material-TEM

2037      Sample:

Limits: 9.83  to 34.4 %
Target: 17.5 %

Technology: TEM            
Prep Method:

Solid and Hazardous Waste Asbestos in Non-Friable Material-TEM

Test Results (End Groups Include Outliers)
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Solid and Hazardous WasteMatrix:401   

Fail: 6

Labs:  Pass: 30 Fail: 6 Total: 36

Totals for Matrix/Analyte/Technology:

Totals for Matrix/Analyte:

Labs:  Pass: 30 Total: 36

Shipment:

Robust Mean: 1.6 %

Std Dev: 1.0817 %

Median: 1.58 %

Basis: Manual Limits

Analyte: Asbestos in Non-Friable Material-TEM

5131      Sample:

Limits: 0.07  to 4.74 %
Target: 0.73 %

Technology: TEM            
Prep Method:
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